Maxwell® 16 Instrument
Quick Start Guide EXTRACTION

[:E] Please see Maxwell 16 Technical Manual for detailed instructions. Instructions for Use of Maxwell® 16 Instrument.
Configured in LEV.
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1. Extend platform and wipe off 2. Wipe down magnetic rods and 3. Wipe underside of plunger 4. Clean platform slides with a
with 70% ethanol then dH,0. plunger bar adaptor with 70% ethanol. bar with 70% ethanol then dH,0. dry cloth.

Q ORDERING/TECHNICAL INFORMATION: PHONE 608-274-4330 @
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